
sensors

Article

Analysis of Fresnel Zone Plates Focusing Dependence
on Operating Frequency

José Miguel Fuster 1,2, Pilar Candelas 3,4, Sergio Castiñeira-Ibáñez 3,5, Sergio Pérez-López 2,3 and
Constanza Rubio 3,4,* ID

1 ETSI Telecomunicación, Universitat Politècnica de València, Camino de Vera s/n, 46022 Valencia, Spain
2 Departamento de Comunicaciones, Universitat Politècnica de València, Camino de Vera s/n,

46022 Valencia, Spain; jfuster@dcom.upv.es
3 Centro de Tecnologías Físicas, Universitat Politècnica de València, Camino de Vera s/n, 46022 Valencia,

Spain; pcandelas@fis.upv.es (P.C.); casiser@uv.es (S.C.-I.); serpelo1@teleco.upv.es (S.P.-L.)
4 Departamento de Física Aplicada, Universitat Politècnica de València, Camino de Vera s/n,

46022 Valencia, Spain
5 Departamento de Ingeniería Electrónica, Universitat de València, Avd. de la Universitat s/n, Burjassot,

46100 Valencia, Spain
* Correspondence: crubiom@fis.upv.es; Tel.: +34-963-879-521

Received: 20 October 2017; Accepted: 2 December 2017; Published: 5 December 2017

Abstract: The focusing properties of Fresnel Zone Plates (FZPs) against frequency are analyzed in
this work. It is shown that the FZP focal length depends almost linearly on the operating frequency.
Focal depth and focal distortion are also considered, establishing a limit on the frequency span at
which the operating frequency can be shifted. An underwater FZP ultrasound focusing system is
demonstrated, and experimental results agree with the theoretical analysis and simulations.
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1. Introduction

The focusing of waves has always attracted much scientific interest because of its applications in
different physic areas, such as optics, microwave propagation, and acoustics [1–7]. To achieve wave
focusing, devices based on both refraction and diffraction mechanisms can be used. Fresnel zone plates
(FZPs) focus waves through constructive interference of diffracted fields [8]. They are used in situations
where conventional lenses are difficult to implement [9,10]. FZPs can be classified in two main groups
based on their transmission efficiency [11]. Soret FZPs are implemented alternating transparent
and opaque Fresnel zones, while Rayleigh-Wood FZPs replace opaque zones with phase-reversal
zones, increasing the FZP efficiency [12] by a factor of four. Ideal diffraction efficiencies for Soret and
Rayleigh-Wood FZPs are 10.1% and 40.5%, respectively. The results obtained in this work are valid for
both types of FZPs, although Soret FZPs have been used to demonstrate these results because of their
ease of fabrication. Throughout this work, underwater acoustic transmission is considered using Soret
FZPs made from brass.

Ultrasonic wave focusing has many potential applications, and different lens designs have been
implemented for ultrasound and acoustic focusing. In this area, Schindel et al. [13] demonstrated the
use of a micromachined Fresnel zone-plate to focus a planar ultrasonic wave in air, to a sub-millimeter
spot size with a depth of field of less than 3 mm. Welter et al. [14] designed an acoustic lens with
an aperiodic structure intended to operate in air using a hybrid genetic-greedy algorithm. In both
cases, sound diffraction is due to large impedance mismatches between air and the lens material,
and these results demonstrated the possibility of focusing ultrasound with subwavelength resolution
at multiple frequencies in air using a single acoustic lens [15]. Later, Li et al. [16] reported the design of
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a gradient index acoustic lens by coiling up space. They proposed a model that comprises a series of
acoustic metamaterial units with curled channels. Their numerical results showed that the designed
acoustic metamaterial can mimic an acoustic gradient index lens with an arbitrarily large refractive
index and considerably high transmission efficiency. More recently, Peng et al. [17] designed a flat
sub-wavelength lens to focus acoustic waves. They analytically studied the transmission through
an acoustic grating with curled slits. This grating served as a material with tunable impedance and
refractive index for acoustic waves. In this work, the use of the operating frequency as a viable and
dynamic control mechanism to shift the focal length in acoustic lenses for therapeutic applications
is proposed.

FZPs are designed to work and focus at a design frequency. At this frequency, the behavior of the
FZP is optimum and focusing at a certain focal length is achieved [18]. In most medical applications
using lenses, especially in therapeutic techniques, it is critical to have a fine and dynamic control on
the FZP focal length [19]. The range of focal lengths required in a certain therapeutic applications
depends on the area that has to be treated. As an example, it has been reported that focal lengths
ranging between 9 and 15 cm are required for the treatment of liver tumors [20].

One approach is the use of a multi-array device, which emits an ultrasonic wave with different
transducers, each of them with a proper amplitude and phase so that the focus reaches the intended
treatment area [21]. However, these systems are complex and expensive, and require Magnetic
Resonance Imaging (MRI) real-time monitoring to adjust the amplitudes and phases of the emitting
elements. Therefore, the use of focusing single element devices, such as FZPs, is a more attractive
alternative, as they are cheaper and easier to use.

The effect of the operating frequency on the FZP focal length has already been reported in
optics [22]. In this work, the variation of the FZP focusing parameters when working at operating
frequencies different from the design frequency is analyzed for the acoustic case, and a simple focal
length control mechanism is proposed for therapeutic applications. It is shown that the FZP focal
length shifts almost linearly with the operating frequency, becoming a very dynamic control parameter.
However, other focusing parameters, such as focal depth and focal distortion, are also affected by the
operating frequency. It is shown that focal depth also depends linearly on the operating frequency in
the surroundings of the design frequency, whereas focal distortion restricts the range of focal lengths
available with a single FZP.

2. Theoretical Analysis and Simulation

In this section, the influence of the FZP operating frequency on its focusing properties is analyzed.
An FZP is designed considering planar wave incidence with a focal length F = 10 cm, a design frequency
fd = 250 kHz, and N = 25 Fresnel zones. With these design parameters, the Fresnel zone radii are
given by [8]:

rn =

√
nλdF +

(
nλd

2

)2
n = 1, . . . , N (1)

with λd = v/ fd = 6 mm being the design wavelength, and v = 1500 m/s being the water sound speed.
Figure 1a shows the FZP layout. The white regions represent the brass opaque zones, while the

black regions correspond to the transparent water-filled zones. With the design parameters stated
above, the resulting FZP diameter is 28.72 cm. Figure 1b shows simulated acoustic intensity against
axial distance z for an operating frequency fop = 250 kHz, identical to the design frequency. The FZP
thickness is 1 mm. As it can be observed from Figure 1b, the focal length from the numerical simulation
agrees with the theoretical value. The diffraction efficiency of this lens is 9.46%, which is very close to
its theoretical value.
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Figure 1. (a) Fresnel Zone Plate (FZP) layout; (b) Simulated acoustic intensity against axial distance. 

Simulations were carried out using the Acoustic Model of COMSOL Multiphysics Modeling 
Software. In order to dimish the burden of the Finite Element Method (FEM), an axis-symmetric 
definition of the geometry was used throughout the simulations. Brass was modeled with a sound 
speed of = 3600	m/s and density equal to = 8500	kg/m , whereas the values used to model 
water were	 = 1500	m/s and = 1000	kg/m . To avoid reflections, a boundary condition was 
established at the walls of the water tank. The mesh type was set to Free Triangular, with a maximum 
element size of		 8⁄ . Acoustic intensity was calculated from the acoustic pressure parameter using = , with p being the acoustic pressure, ρ the material density, and v the sound speed on the 

material. 
When the operating frequency is shifted from its design value, the FZP focal length is also 

modified. Figure 2a shows simulated acoustic intensity profiles against axial coordinate for operating 
frequencies of 220 kHz (red line) and 250 kHz (blue line). As it can be observed from Figure 2a, the 
FZP focal length shifted from 10.01 cm (250 kHz) to 7.80 cm (220 kHz). Figure 2b shows simulated 
acoustic intensity profiles when the operating frequency is shifted in the opposite direction. In this 
case, the focal length shifted to 12.11 cm for a 280 kHz operating frequency. The acoustic intensity 
profiles were normalized to the optimum case, that is when the FZP is working at the operating 
frequency of 250 kHz. As it can be observed from Figure 2, when the operating frequency is modified 
and the focal length shifts from its design value, a slight decrease in the peak intensity is appreciated 
in both directions, and it is more significant when the focal length is increased. 

 
Figure 2. Simulated acoustic intensity against axial distance. Blue line: 250 kHz. Red line: (a) 220 kHz; 
(b) 280 kHz. 

Figure 1. (a) Fresnel Zone Plate (FZP) layout; (b) Simulated acoustic intensity against axial distance.

Simulations were carried out using the Acoustic Model of COMSOL Multiphysics Modeling
Software. In order to dimish the burden of the Finite Element Method (FEM), an axis-symmetric
definition of the geometry was used throughout the simulations. Brass was modeled with a sound
speed of cb = 3600 m/s and density equal to ρb = 8500 kg/m3, whereas the values used to model water
were cw = 1500 m/s and ρw = 1000 kg/m3. To avoid reflections, a boundary condition was established
at the walls of the water tank. The mesh type was set to Free Triangular, with a maximum element size

of λ/8. Acoustic intensity was calculated from the acoustic pressure parameter using I = p2

2ρv , with p
being the acoustic pressure, ρ the material density, and v the sound speed on the material.

When the operating frequency is shifted from its design value, the FZP focal length is also
modified. Figure 2a shows simulated acoustic intensity profiles against axial coordinate for operating
frequencies of 220 kHz (red line) and 250 kHz (blue line). As it can be observed from Figure 2a,
the FZP focal length shifted from 10.01 cm (250 kHz) to 7.80 cm (220 kHz). Figure 2b shows simulated
acoustic intensity profiles when the operating frequency is shifted in the opposite direction. In this case,
the focal length shifted to 12.11 cm for a 280 kHz operating frequency. The acoustic intensity profiles
were normalized to the optimum case, that is when the FZP is working at the operating frequency
of 250 kHz. As it can be observed from Figure 2, when the operating frequency is modified and the
focal length shifts from its design value, a slight decrease in the peak intensity is appreciated in both
directions, and it is more significant when the focal length is increased.
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The focal length at an operating frequency different from the design frequency can also be
theoretically obtained using Equation (2):

F
(

fop
)
=

R2

Nv
fop −

Nv
4 fop

(2)

with fop being the operating frequency, R the FZP external radius, N the number of Fresnel zones,
and v the water sound speed.

The theoretical focal lengths corresponding to the frequencies considered in Figure 2, 220, 250,
and 280 kHz, are 7.84, 10.00, and 12.09 cm, respectively, which shows an excellent agreement between
theoretical and simulation results. Additionally, Figure 3 depicts the FZP focal length as a function
of the operating frequency. The blue solid line is obtained theoretically from the direct application of
Equation (2), while red dots correspond to simulation results for operating frequencies ranging from
220 to 280 kHz with a 5-kHz step. From Equation (2), it can be concluded that the focal length variation
against the operation frequency is not a completely linear dependence, although it becomes very close,
as shown Figure 3. This is due to the fact that the first term on Equation (2) is dominant for the range
of operating frequencies currently considered. The weight of this second term may vary when some of
the design parameters, such as the frequency range, the number of Fresnel zones, or the FZP external
radius, are modified. In general, Equation (2) becomes more linear when either the frequency or the
FZP external radius are augmented or when the number of Fresnel zones is diminished. However,
Equation (2) can be regarded as an almost linear relation for the range of frequencies used in ultrasonics
and typical values for R and N.
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Figure 3. Focal length against operating frequency: theory (blue solid line) and simulation (red dots).

Additional focusing parameters, such as the focal depth and the focal distortion D f , can also be
analyzed from simulation. The focal depth is estimated through the full width half maximum (FWHM)
of the focusing profile, which corresponds to the distance between the two points adjacent to the
maximum value at which the normalized acoustic intensity reaches half its maximum value.

Figure 4 shows the FWHM simulation results for the same range of operating frequencies
considered in Figure 3, ranging from 220 to 280 kHz with a 5-kHz step. As it can be observed
from Figure 4, when the operating frequency is close to the design frequency, there is a linear relation
between the FWHM and the operating frequency. However, when the operating frequency is shifted
to further values, the linear relation no longer stands.
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The FZP focal distortion D f was estimated from the variations between the focus profiles of
two different FZPs of the same size at a particular operating frequency. One FZP is the current FZP
being analyzed, while the reference FZP has a design frequency equal to the operating frequency. This
parameter was mathematically defined using the Normalized Mean Square Error (NMSE) between
both focusing profiles [23] as:

D f
(

fop
)
=

∑z

(
I fop − I f d

)2

∑z

(
I fop

)2 (3)

with I fop being the acoustic intensity for an FZP designed and operating at the operating frequency,
and I f d being the acoustic intensity for an FZP designed for the designed frequency (250 kHz) and
operating at the operating frequency.

Figure 5a shows focal distortion against the operating frequency. As it can be observed from
Figure 5a, focal distortion presents a smooth behavior and it is minimal when the operating frequency is
equal to its design counterpart. Figure 5b–d show focusing profiles for different operating frequencies:
220, 230, and 240 kHz, respectively. The blue solid line corresponds to the acoustic intensity of the
reference FZP, while the red solid refers to the current FZP being analyzed. The acoustic intensity
profiles were normalized to the reference case, that is when the FZP is operating at the design frequency.
As it can be observed from Figure 5, the difference between both focusing profiles is more significant
when the operating frequency is shifted further from its design value. The intensity profile changes
its distribution along the axial coordinate when distortion increases, lowering its maximum value
and widening around the focus position. If a maximum focal distortion is established, the range of
operating frequencies is then effectively reduced. As an example, an admitted 1% maximum focus
distortion limits the current operating frequency range to 41 kHz and the focal length range to 3 cm.
The maximum admitted distortion will depend on the requirements of the specific application, but in
most cases distortions below 2% would assure a good overall performance.
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3. Experimental Results and Discussion

The experimental setup uses the ultrasonic immersion transmission technique. The assembly is
placed in a water tank. A piston transducer from Imasonic, with a 250 kHz center frequency and an
active diameter of 32 mm, is employed as emitter and a needle hydrophone, from Precision Acoustics
Ltd., is employed as receiver. This hydrophone has a diameter of 1.5 mm and a ±4 dB bandwidth span
from 200 kHz to 15 MHz. An automated positioning system built around the water tank is used to
align and position the hydrophone at a three-dimensional (3D) grid of measurement points located
inside the tank. The brass FZP shown in Figure 6a is used to conform the focus profile. F = 5 cm,
fd = 250 kHz, and N = 27 Fresnel zones were selected as the FZP design parameters for this setup.
The FZP thickness is 1 mm. The distance between the piston emitter and the brass FZP is 35 cm.
The acoustic signal launched by the emitter is detected by the hydrophone, acquired and digitalized
using a digital PC oscilloscope (Pico Technology, St Neots, UK). Time domain data are averaged and
scanning is performed with the automated positioning system along a plane normal to the FZP, with a
spatial resolution of 1 × 1 mm2. The experimental setup is shown in Figure 6b.
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As mentioned above, a piston transducer is used as the ultrasound transmitter. The piston
transducer produces a wave front that introduces a phase error compared to the plane wave due to the
path difference. This path difference varies between 0 and 0.07 λ at the center of the FZP and between
2.73 λ and 4.77 λ at the outer FZP locations. In the rest of the FZP plate, the path difference is somewhere
in between. Therefore, there is no real plane wave excitation, and the focus profile is affected through
a shift on the focus location from the expected design value. Figure 7 shows normalized acoustic
intensity profiles against axial position for a 250 kHz operating frequency. These profiles correspond to
simulated plane wave excitation (red line), simulated piston excitation (green line), and experimental
piston excitation (blue line).
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At an operating frequency of 250 kHz, the use of a piston transducer as an emitter instead of
plane wave excitation translates into a shift on the focal length from 5.0 cm (design value) to 6.9 cm.
The experimental focal length is 7.1 cm, which agrees very well with the simulation results.

Figure 8 shows the normalized measured intensity maps in the transmission direction for a 35-cm
piston-FZP separation and different operation frequencies ranging from 210 to 290 kHz with a 20-kHz
step. As it can be observed from Figure 8, the focus location varies its position when the operating
frequency is modified. The focal length increases with the operating frequency, as expected from the
theoretical analysis.
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Figure 9 depicts the measured normalized acoustic intensity profiles against the axial coordinate
for the previous five different operating frequencies: 210, 230, 250, 270, and 290 kHz. The corresponding
focal lengths for these operating frequencies are 5.4, 6.4, 7.1, 8.0, and 8.9 cm, respectively.
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4. Conclusions

A thorough analysis of the dependence of focusing profiles on the operating frequency has been
carried out for FZPs. Simulations and experimental measurements do agree, and confirm that there is
an almost linear dependence between the FZP focal length and the operating frequency, allowing a
fine dynamic control mechanism that can be helpful in many different applications that use ultrasound
focusing, such as medical therapeutic treatments. It has been also shown that the focal distortion limits
the range of operating frequencies available in a particular application. The results of this study have
been demonstrated for underwater acoustic transmission using a brass Soret FZP.
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